COMMONWEALTH of VIRGINIA

DEPARTMENT OF FORENSIC SCIENCE

CALIBRATION LABORATORY 737 NORTH 5TH STREET
A Nationally Aceredited Laboratory RICHMOND, VIRGINIA 23219
(804) 786-6971

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR II
SERIAL NUMBER: 012220
CERTIFICATION DATE: December §, 2014
DATE RECERTIFICATION DUE: June 6, 2015

The above listed instrument was found to meet all requirements for accuracy and performance established by the
Department of Forensic Science as required by §9.1-1101 (B)(3). Measurement traceability is established
through the use of reference materials supplied by an ISO/IEC 17025:2005 accredited calibration laboratory.

Estimation of Uncertainty of Measurement:

0.020  0.004 g/210 L 0.150+ 0.007 g/210 L
0.080 = 0.004 g/210L 0.250+0.007 g/210 L

The Uncertainty of Measurement is reported at the 99.73% level of confidence and a coverage factor of k=3.
The estimation of the Uncertainty of Measurement is calculated for the Certification process only.

Michelle M. Billeter
Forensic Scientist

CITY OF RICHMOND
COMMONWEALTH OF VIRGINIA

The,foregoing wa, acknowledged before me this ! QLV day of
W\/&/{/] ) by Michelle M. Billeter

S 0ty

5 C .
Ciera N, Boxley, Notary Public " )\ Notary PUBlls - 157364173

Commonweaalth of VA
My Com. Exps.a 31201

My commission expires:August 31, 2018




Department of Forensic Science
Breath Alcohol Section
Instrument Maintenance History
12/8/2013 To 12/8/2014

Instrument Serial Number: 012220 As of 08-Dec-14
Maintenance Certification Technician
Date Date Initials Remarks

08-Dec-14 08-Dec-14 MMB (26417) CERTIFIED.

22-Aug-14 13-Jun-14  DBH (21250) MOVED INSTRUMENT TO NEW LOCATION.

13-Jun-14 13-Jun-14  TLN (25387) REPLACED AND TESTED FUEL CELL MODULE. CALIBRATED

AND CERTIFIED.
17-Dec-13 17-Dec-13  HMS (18910) FIRMWARE/SOFTWARE UPGRADE, CALIBRATED AND

CERTIFIED, REPLACED DRY GAS STANDARD.
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INTOX EC/IR I}
Quality Assurance Worksheet
01222 . Worksheet Start Date

Instrument Serial Number

12/8/2014

Location
Address 737 North 5th Street; Richmond VA23219° 0
DFS Technician Michelle Billeter: License No.
W Laboratory [T On-Site

Site Specification: No detrimental environmental conditions exist. I~

Instrument Barometer {mm HG)

Reference Barometer (mm HG) oo

Reference Barometer(RB)Serial # /7 1009111 RB Calibration Due SEBMM9/2015

Measurement Assurance Check

Standard (sea level) PA Target minimum maximum Sample 1 0.297
0.300 0.302 0.292 0.311 Sampte 2 0.296
Precision sample min sample max Sample 3 0.295
0.002 0.295 0.297
Standard (sea level) PA Target minimum maximum Sample 1 0.098
0.100 0.101 0.097 0.104 Sample 2 0.098
Precision sample min sample max Sample 3 0.088
0 0.098 0.098

Dry gas standard Lot No. {(with tank no.)

[~ Replaced dry gas standard {(+O-ring) Supplies
Mouthpieces
I Installed at Location Certificates of Analysis
Operator Worksheet
I~ Remowed to DFS-Central Other:
Notes:
Intox EC/IR 1l QA Worksheet DFS Document 250-F113
Issued by Calibration and Training Program Manager Revision 7

Issue Date; 9-December-2013 Page 1 0of 2



Instrument Serial Number Certification Date

I calibrated W Certified ¥ Measurement Assurance Check

¥ Instrument Test ™ Troubleshooting/Maintenance Worksheet Completed
(Successful completion denotes satisfactory condition of the item.)

Standard {sea level) PA Target minimum maximum Sample 1 0.247
0.250 0.251 0.243 0.258 Sample 2 0.247
Precision sample min sample max Sample 3 0.246
0.001 0.246 0.247
Standard (sea level) PA Target minimum maximum Sample 1 0.148
0.150 0.151 0.146 0.155 Sample 2 0.147
Precision sample min sample max Sample 3 0.147
0.001 0.147 0.148
Standard {sea level) PA Target minimum maximum Sample 1 0.079
0.080 0.080 0.077 0.083 Sample 2 0.079
Precision sample min sample max Sample 3 0.078
0.001 0.078 0.079
Standard (sea level) PA Target minimum maximum Sample 1 0.019
0.020 0.020 0.017 0.023 Sample 2 0.019
Precision sample min sample max Sample 3 0.019
0 0.019 0.019

All measurements are in gf210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DFS Technician

AN AWK e
Issuing Analyst  { N\{\‘\rm (%M WL N Date
B
Intox EC/IR Il QA Worksheet

Issued by Calibration and Training Program Manager
Issue Date; 9-December-2013

\a\\‘&\‘ N \a\\‘a\\\t 6

\A\%\H \;\ﬂ\\%
i 1 ‘ﬁl\*‘b

DFS Document 250-F113
Revision 7
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Inthox BCAIN-IT: Certification

Department of Forenzic Bciencd
Serial Number: 012220 Test Number: 241
Test Date: 1270872014 Test Tine: #2:;33F 557

Technician Initials: MMEB
Dry Gas Target: 0.251
Lot MNumber: f6ild2507r4-04 Exp Date: 07/05/2016
Tank Pressure: 492 psi Barometric Pressure: 764 mmHg
System Check: Passed

Test g/ 23050 Time
DIAG FPass 09:24
BLK 0.000 09:25%
CHK 0.247 09:25
BLK 0.000 09:27
CHE 0,247 n9;27
BLK 0.000 $49:249
CHK 0.246 09:20
BLK 0.000 049:31
success

Standard value {at sea level): 0.250 g/210L

Certification Status: Continued



Intox BC/IR-I1II: Cexrtification

Department of Forensgsic Science
Serial Number: 012220 Test Wumber: 942
Test Date:; 12/08-52014 Test Tiwme: 09:33 EST

Technician iInitials: MME
Dry Cas Target: 0.151
Lot Number: 07713i5013-03 Exp Date: 05/01/2015
Tank Pressure: 208 psi Barometria Prazsure: 764 mmHyg
System Check: Passed

Test g/Z210L Time
DIAG Pass 09:33
BLEK 4,000 U9:34
CHE D.1438 09:35
BLK 0.60¢ 09:36
CHK 0.147 08:37
BLK 0.00606 09:38
CHK 0.147 08:39
BLK G.000 09:40
success

Standard Value (at sea level): 0.150 ¢g/210L

Certification Status: Continued
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Intox BC/IR-11: Certification

Department orf Forensic Fcience
Serial Numbex: 012220 ezt Number: 942
Test Date: 12708772014 Teat Time: $%:42 EST

Technician Initials: MMB
Dry Gas Taxrget: 0.080
Lol Numbex: 0771308012-03 Exp Date: 05/01/2015
Tank Pressure: 252 psi Barometric Pressure: 744 mmHg
System Check: Passed

Test g/210L Time
DIAG Pass 09:44
BLK 0.000 (9:44
CHK 0.079 N9:45
BLK 0.000 D9:4%
CHK 0.079 09:47
BLK 0.000 09:48
CHK 0.078 09:49
BLK 0.00¢ 09:50
Success

gtandard Value (at sea level): 0.080 g/Z10L

Certificaticon Status: Conitinued



Lot Number:

Tank

Intox EC/IiR-1i:

Certification

Department of Forensic Fclence
Test Mamber: 944

Serial Nunber:

Test Date: 120872014

Technician Initials:

gi2220

Dry Gas Targat: 4.02
Exp Date: 01/01/2016
Harometric Pressure: 764 mmHg

Pressure: 81 psl

3441302011-01

System Check:

Test
DIAG
BLK
CHE
BLK
CHE
BLK
CHK
Bi!}’\'

g/210L
Pass
L0000
815
L0000
L0198
.000
.0l¢
L0000

[ 8 o I e i B o TR s e |

Suecoess

Passed

Tim
09:
10:
10:
10
10:
i0:
10:
1L0:

Standard Value {at sea level):

Certification Status:

Teat Time: 09:5% RST

MMEB

g

=4

59
00
0L
02
073
04
a5
a6

0.020 g/210L

success
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Intox BC/IR-11: Accuracy Check

Department of Forensic Science
Serial Number: 012220 Test Number:; 2945
Test Date: 1270872014 Test Time: 10:10 EST
Dry as Target: 1.3702
Lot Mumber: AGdIs003-023 Exp Date: 10/07/201¢
Tank Pressure: 467 psi Barcmetric Pressure: 7564 mmHg
system Check: Passed

Test g/210L  Tine
BLK 0.000 10:11
CHK 0.298 10:12
BLK dHdk 10:13

Test Status: Ambient ,RFI Detecied

Calibration CRC: AELSZADE



Intex BC/IR-I1: Acruracy Check

Department of Forenglc Sclience
Serial Number: 012220 Test Number: 946
Test Date: 1270872014 Tezt Time: I0:14 EST
Dry Gas Target: 0.302
Lot Number: AG4I28003~0423 Exp Date: 1070772018
Tank Pressure: 453 psi Barometyic Pressure: 764 mmHAg
System Check: Passed

Test g/4100 Time
BLK IR EEES 10:15
CHK 0.298 10:16
BLK R, kk% 10:17
Tezst Status: Ampient/RFI Detected

Calibration CRC: ARBLYZADE

we rgo&m&\\” Q 1 \t%\ Cc\x =\ ac\g
Ao Aece™ %’& ~Qle handpec,

e
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IntoxNet MIS Report

Report Generated 08 Dec 2014 at 11:24

Test Results

Instrument Serial Number 012220 |

i
I8

Test # 000947 Air Blank

Test Location 1 Department of Test Location 2  Forensic Science Test Location 3
Test Date 08 Dec 2014 Test Time 1041 System Check Passed
Remote/lLocal local
Data Type BLK Sample Value 0.000 Sample Time 10:42
Tamper Evident Stamp  5c0b2228 Test Status Code 0

Test Status Success

Page 1



intex BO/1IR-11: Accuracy Check

Pepartment of Forensic Seience
Serial Numhey: 012220 Test Number: 948
Test Date: 12/08/20i4 Tegt Time: I10:43 EST
Dry Gas Tavaebt: 0.307
Lot Numbex: AG428003-03 Bxp Date: 1070772016
Tank Prassuve:r 4437 pai Barometric Pressure: 764 mmHg
System Check: Passed

Tast g/21 0L Time
BLK 0.000 10:43
CHK 0.297 10:44
BLK 0.000 10:46
CHE 0.296 10:47
BLK t.000 10:48
CHK 0.295 10:49

Test Status: Success

Calibration CRC: AE1SZADE



Intox EC/IR-11I: Accuracy Check

Department of Forensic science

Serial Number: 012220 Test Number: 949
Test Date: 1270872014 Teast Time: I10:57 EST 2eq1y
Dry Gas Target: 0.I10I o1 ™ \
Lot MNomber: AG4II702-27 Bup Date: 271672016
Tank Pressure: 100 psi Barometric Pressure: 764 mmHg

System Check: Pasged

Test gq/2106L Time
BLK 4.0040 10158
CHK 0,094 10:58
BLK G.000 i1:00
CHK 0.098 11:01
BLK G.000 11:02
CHE 0.098 11:03

Teat Status: Success

Calibration CRC: AEISZADE



INSTRUMENT, TEST,

BILLETER, MICHELLE, M

26417 10/01/20L6

nrEazn

11:13 EST

8.00

DES Central Lab

12/08/2014

12706872014



IntoxNet MIS Report

Report Generated 08 Dec 2014 at 11:23

Test Results

{ Instrument Serial Number (12220 ]

Test # 000950 Subject Test

Test Location 1  Department of
Test Date 08 Dec 2014

QOperator's Last Name BILLETER
Agency DFS Ceniral Lab

Card Serial Number 126417

Subject's Last Name INSTRUMENT
Subject's Middle Initial
Driver's License Number

Driver's License State
End Date 08 Dec 2014 End Time

Operator's First Name

Effective Date

1134

Data Type DIAG Sample Value
Data Type BLK Sample Value
Data Type CHK Sample Value
Data Type BLK Sample Value
Data Type SUBJ Sample Value
Data Type BLK Sample Value
Data Type SUS8J Sample Value
Data Type BLK Sample Value

Standard Type Dry Gas Std
Standard Lot Number AG419702-37
Tank Pressure 90
Blow Sampie Number 1 Blow Duration 4.28 sec
Blow Sample Number 2 Blow Duration 4.02 sec
Tamper Evident Stamp fdbd6be5
Test Status Success

Test Location 2 Forensic Science

Test Time 11:05

Remote/Local

Subject's Date of Birth  00/00/0000

Result Time 11:13

Test Location 3
System Check Passed

Local
MICHELLE Operator's Middle Initial N
License Number 26417
10/01/2014 Expiration Date 10/01/2016

Subject's First Name TEST
Subject’'s Sex Male

Driver's License Expiration  00/00/0000
Court Name DFS
Result Date 08 Dec 2614 Resuit 0.00
Pass Sample Time 11;06
0.000 Sample Time 11:07
0.098 Sample Time 11:07
0.000 Sample Time 11:08
0.000 Sample Time 11:0%
0.000 Sample Time 11:10
0.000 Sample Time 11:13
0.000 Sample Time 11:14

Standard Value 0.101
Standard Expiration Date -86716/2016
Barometric Pressure 764 mmHg &7\ W%‘Zé‘“‘{
Blow Volume 1711 cc End-of-Blow Time 11:09
Blow Volume 1718 cc End-of-Blow Time  11:13
Test Status Code O
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From: Michelle Billeter
Date: December 12, 2014

Subject: Typographical error

DEPARTMENT OF FORENSIC SCIENCE
MEMORANDUM FOR RECORD

DISTRIBUTION:

Director, DFS

Deputy Director, DFS
QAC, DFS

Counsel, DFS

DTS, DFS

oDogoogd

XX OO

FSLab#:

Laboratory Director, Lab

Program Manager,

Supervisor, Breath Alcohol Section ULF 7.
Other: Instrument Folder SN 012220

During the technical review phase, it was discovered that a typographical error occurred during the Measurement Assurance Check

performed after the successful Certification of instrument SN 012220. An incorrect expiration date was typed (6/16/2016 was typed

versus the correct expiration date of 7/16/2016). On December 9, 2014 I corrected the expiration date on the instrument print-outs.

This typographical error does not affect the accuracy and/or precision of the instrument. Upon installation for field use, Measurement

Assurance Checks are performed pursuant to the Breath Alcohol Procedures Manual,

Memorandum for Record
Issued by Deputy Director
Issue Date: 6-May-2011

DFS Decument 100-F103
Revision 3
Page 1 of 1



